Laser imaging provides an alternative to manual measurements in the collection of general anthropometric surveys focused on 1-D measures. This study aimed to develop a systematic method of comparing manual and digital anthropometric measurements and validate a commercial three-dimensional laser scanner for anthropometric measurements. OBJECTIVE: The purpose of this preliminary project is to validate a laser scanner for selected length and girth measurements. METHODS: A variety of linear and circumferential segmental measures from 20 participants were either extracted from a 3D commercial laser imaging device scans or measured manually. Error between manual and scan-extracted measurements was compared based on ISO20685, and clinical standards. Regression analysis improved the quality of the measurements and residuals were again compared to the standards. RESULTS: After regression, 7 of the 9 the measurements were within, or close to (two times standard), standards. Error was caused by a combination of image quality issues associated with the laser scanner, as well as algorithmic issues associated with larger participants. CONCLUSIONS: Overall, the results are promising, and given the indicated population, a small number of minor improvements may very quickly allow the scanner to collect measurements on a clinical population.
Introduction
Human anthropometry is used in a variety of scientific and applied areas including health (e.g. skin folds, girths) sports (e.g. stature, body mass, strength) and occupational ergonomics (structural anthropometry, reach, etc.). However, across the research areas the overlapping measurement principles and techniques are reliant on basic measurement concepts of accuracy, repeatability and validity.
There is also a constant need to continue to obtain these accurate and valid measures as that can be obtained as quickly as possible. Early anthropometric measures relied on manual measures of length and girth or volumetric measures of limb and body volumes through fluid displacement for their application. Modern measurement processes such as laser scanning present attractive alternatives to capture a greater number of measures in less time as well as preserving the original image for secondary data analyses. Scanning also provides the opportunity to extend the measures from uni-dimensional measures of length, breadth, girth to 3-D measures of volume. Volumetric measures are useful in ergonomics to determine the volume space requirements of the human and the effects of addition items such as clothing and equipment.
Early in the application of laser scanning, the focus of the measurement process and results of laser scanning was for traditional length and girth dimensions of the population. The CAESAR project is but one example of the use of laser scanning for large scale population based measures. Robinette and Daanen [1] as a part of that project demonstrated the repeatability of the anthropometric measures across measurement groups and machines. Generally accepted guidelines for repeatability [2] were able to demonstrate high intra-rater reliability of the measures across a larger number of 1-D dimensions. More recently the application of laser scanning has been also included the measures of clothed and or encumbered individuals to better understand the volume and space requirements of the person [3] . This information is extremely useful in studying interior space requirements for fully clothed individuals.
However, measures of area and volumes are more susceptible to cumulative error propagation due to the basics of area and volume calculations and the varied effect shape has on the measures. Well before laser scanning, Hanivan [4] developed a method of estimating segmental and total body volumes by assuming each segment could be modelled as a regular shape (sphere, fulstrum, other) in which knowledge of a few measures would allow for estimates of areas and volumes. This method increased the ability to estimate anthropometric information about human subjects for biomechanical studies. However, the method still relied on a substantial modeling assumption about the regular shape of humans and the various body segments.
Laser scanning clearly has the potential to improve the manual (immersion) and modeling measures of volumes, it also should be faster and more accurate than the manual methods and it does not require the condition that the segment shapes be a regular shape. Sub-dividing larger body segments into smaller components should improve the accuracy of the measures surface and volume measures. The purpose of this study was to evaluation a low-cost, low-resolution laser scanner for determining total segmental and whole-body volume measures of humans.
Methods

Population sampling
This study is a proof of concept validation to test if a 3D low resolution laser scanner (Unique Solutions, Inc.) would adequately measure linear and circumferential anthropometric measurements, especially in severely obese populations. Consequently, participants composed a small-scale sample of convenience of the target population. This stratified sampling allows to determine the systematic error of the scanner over a large range of possible measurements, and larger variety of body shape, prior to determination of agreement between manual and 3D scan extracted measures in obese participants. The stratification of the participants was based on the following BMI categories: < 18.5, 18.5 to 24.0, 25 to 29.9, > 30.
Data collection
All participants underwent the same measurement protocol consisting in one landmark identification station and two measurement stations. The order of stations was the following: Landmark Identification, Laser Scan acquisition and Linear Manual measurements. 
Landmark identification
Participants were asked to change into standard garments provided by the researchers. Males wore white boxer briefs, and females wore white undergarments, or spandex shorts, and a white sport (or other) brassiere. All the anatomical landmarks were palpated and identified with a small non-toxic marker. The twenty seven anthropometric landmarks identified were the following: Apex of Head, Glabella, Eye 
Laser scanning acquisition
The participants then proceeded to the 3D laser scanner from Unique Solutions. Small (1 cm dia.) hyperreflective (3 M tape) spherical markers were applied over the previously identified landmarks, such that the centres of the markers were adjacent with the surface markings. Participants were then instructed to remain still and assume a posture "as if their height was undergoing measurement." Furthermore, the participant was instructed to breathe normally, as it may have been difficult to hold their breath for the duration of the scan. The participant entered the scanner, stepped onto the scale, and assumed the posture. The participant then scanned an identifier barcode under a reader in the front of the scanner, and remained still while the scan was performed. This scan process was repeated three times for each participant and required approximately 30 seconds per scan. Once each scan was complete, the participant proceeded to the third station (manual measurement). The raw data from the laser scanner was processed after all the data acquisition was done.
Manual measurement -circumferences, breadths, and lengths
After laser scanning, the participant proceeded to the manual measurement station that involved the measurement of circumferences, breadths, and lengths. Each measurement was collected three times and averaged. All limb measurements were taken on the participants' left side. All measurements were defined using documented standards (see Table 1 ).
A stadiometer was used for vertical lengths, such as stature and C7 height. Participants were measured three times to the nearest millimeter. Length, breadth, and depth measures between landmarks were obtained using an anthropometer (Harpenden). All measurements were taken three times to the nearest millimeter.
All manual circumferences were taken at the landmark locations described in Table 1 . A flexible cloth or metal measuring tape was used to collect circumference measurements to the nearest millimeter. Each circumference measurement was taken three times.
Laser scanner post data collection processing
Following the data collection, each laser scan was converted to a point cloud of three-dimensional data points (Unique Solutions, Inc.). Custom software was developed to identify landmarks and begin the measurement process. The custom software identified the distal and proximal landmarks of the length measurements in Table 1 and measured the distances between them. In cases where the ground was the terminal point of the measurement, the lowest data point on the foot was determined to be the end-point. Furthermore, to create the circumferences, the software used the landmarks described in Table 1 to create planes segmenting the body into individual segments.
The custom analysis software extracted measurements based on ISO and research standards such that the scanner could be validated based on compatible comparisons. Briefly, the custom software processed the point cloud data, identified anthropometric landmarks, and performed linear as well as circumferential measurements. Furthermore, a graphical user interface (GUI) was developed to allow non-technical users to interact with point cloud data.
The GUI dashboard was the main workspace for user interaction with point cloud data. It displayed the three-dimensional point cloud and allowed users to select a series of anthropometric landmarks from the plot, from which measurements were extracted. Once the user loaded the point cloud file, they then visually identified the 1-cm diameter landmark markers and clicked them in a pre-determined order. The index locations of the three-dimensional coordinates selected were automatically stored. Once the user had selected all 43 landmarks, the user inspected each of the major segments in the segment viewer each point cloud segment was saved in a separate file for measurement, if necessary. For all segments measured, the vertical (superior-inferior) axis was the Y-axis, the anterior-posterior axis was the Z-axis, and the medial-lateral axis was the X-axis. Because arm segments were abducted in the standard posture, an algorithm in the custom software calculated the abduction angle, and rotated the local long axes of these segments to be aligned with the global Y axis, orienting the arm segments vertically.
To calculate linear measurements, Euclidian distances were calculated between three-dimensional coordinates of appropriate three-dimensional landmarks. Circumferences were determined as the maximum distance around the segment. Each major segment was viewed as 1-cm transverse slices of body segments taken along each long axis and each slice was "flattened" into a two-dimensional cross-section. An algorithm identified the vector connecting the maximally displaced data points as the major axis of the slice, and rotated the slice data to align the line joining the points with the horizontal axis. The crosssection was divided horizontally into two independent sets of data which were curve fitted using an 8 th order polynomial, to account for the contours of the various body surface, while reducing the risking of over-fitting the data. The complex curvature drove the decision to use an 8 th order polynomial to model the upper and lower regions separately. The arc length of each polynomial was extracted and summed to approximate the circumference of that slice. The arc length of a polynomial was calculated according to the Eq. (1).
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The lower and upper limits of integration in the case above were defined to be the origin of the X-Z plane, and the X-axis value farthest from the origin, respectively. In the cases where the upper and lower regions were discontinuous at the end of the curves away from the origin, a straight-line fit was calculated between the distal points, and the length was added to the total circumference. Finally, using the index positions of the identified landmark markers, the anthropometrically relevant circumferences were extracted.
Statistical analyses
The data (linear and circumferential) collected using manual measurement methods and extracted using three-dimensional imaging was compared statistically to confirm agreement between the two measurement methodologies. All data from the manual and scanner was tested for normality using the Shapiro-Wilkes test using a critical value equal to 1 (α = 0.1).
Concurrent validity
Concurrent validity for each measurement between the two methods was tested using Pearson Product Moment Correlation Coefficient (PPMC) and paired t-test. The linearity of the relationship was tested with the correlation whereas the systematic error between the two measurement strategies was tested through the paired t-test.
A Bland-Altman Agreement test was also used to determine the limits of agreement of the two strategies within a 95% confidence interval. The difference between the measurements taken from 3D scans and manual techniques were plotted against the manual values. Ideally, these differences should be randomly distributed; however, if a systematic error was found, it was accounted for, and the data adjusted accordingly. This test also determined if the 95% confidence interval of linear measurements are within the maximum allowable error as discussed in ANSUR [1] , and maximum allowable errors outlined in ISO 20685 [8] .
Regression
Finally, due to the presence of systematic errors in many of the scan-extracted measurements when compared to manual methodologies, regression analysis was used to improve the prediction of the laser scanner for acquiring anthropometric measurements. In some cases, standard healthcare-related measurements of manual stature and manual mass were used as predictors in the regressions of scanextracted measurements, if they were significant coefficients in a backwards stepwise linear regression (α = 0.1).
Coefficients of determination (R 2 ) were reported for every regression, as were the p values for each included variable.
The residuals of these regressions were then correlated to the manual measurements to determine if there was a significant linear error. The 95th percentile confidence intervals of residuals of the regressed measurements were then substituted for differences when comparing to ISO standards for human anthropometry for allowable confidence intervals of difference values. Finally, a single sample t-test was then used to determine if the mean value was significantly different from zero.
Results
Twenty participants (11 males, 9 females) with a stratification based on their BMI (< 18.5: 3; 18.5 to 24.9: 8; 25 to 29.9: 5; > 30: 4) were measured to determine if clinically valid measurements could be collected using the Unique Solutions, Inc. three-dimensional laser scanner. For each linear anthropometric measurement, a scatterplot was prepared for visual inspection prior to any statistical analysis. Following visual inspection, the PPMC of the manual versus scan data was calculated. Table 2 contains the PPMC and their related p-values for each of the measurement. All the nine manual and scan-extracted measurements were significantly correlated. Furthermore, all nine anthropometric measurements did have a significant difference between the manual and scan-extracted values ( Table 2 , P-value t-test). Differences between manual and scanned measurements were calculated (the difference being defined as manual minus scan values; Table 2 ) and plotted against manual measurements in Bland-Altman Plots. To determine if linear systematic trends between the differences and manual measurement data existed, a PPMC coefficient was calculated for each of the nine Bland-Altman plots. A significant positive correlation meant an increasing (or decreasing, with a negative correlation coefficient) amount of difference with an increasing magnitude of measurement. Table 2 (B-A PPMC) summarizes these PPMC coefficients and respective P-values. The only moderately significant correlation was the one between error values and neck circumference magnitude (r = −0.72). Furthermore, the Bland-Altman confidence intervals for all the nine linear measurements are presented in Table 2 (B-A 95% CI column). As suggested by ISO20685:2010(E), the evaluation of the 3D laser scanner is based on the 95% confidence intervals. For comparison purposes, the ANSUR allowable error ranges are presented in Table 2 (ANSUR/ ISO Standard column). None of the linear measurements fell within the ANSUR reference range or met ISO standards. To reduce the error range, further processing of the data was done by calculating linear regressions using the combination of the scanned measurement, the manually measured height and mass.
To maximize the amount of variation captured by the regression, identify sources of systematic error, and possibly improve on the quality of the regressive relationships, standard manual measurements of height and mass were included as predictive variables. A stepwise linear regression with backwards elimination of non-significant factors was computed for each linear measurement. The mean of the adjusted scan values is presented in Table 2 (Adjusted Scan) whereas a summary table of the multi-term regressions, the p-values for the regression coefficients and the R 2 value for each regression can be found The Bland-Altman analysis for the measured and adjusted scanned mesurements is presented using closed circles and full line (linear regression and 95% CI).
in Table 3 . Substantial improvement across most measurements was shown with improved coefficient of determination values; Neck circumference markedly improved, likely due to the inclusion of mass as a significant predictor variable. The difference in the Bland-Altman plots between the scan only and the scan adjusted measurements can be seen in Fig. 1 for the neck circumference measurement. It can be seen in that figure that the proportional bias seen before the regression adjustment is erased and that the 95% CI is markedly reduced. A PPMC coefficient of the residuals of each regression tested for linear trends not accounted for by the regressions is displayed in Table 3 (Regression column). Additionally, single sample T-tests were performed on regression residuals, testing for a significant difference between manual and regressed scan-extracted values with every p-value calculated being greater than 0.999, indicating no significance between manual and regressed scan-extracted measurements. The correlations between residuals of regressions and manual measurements were not significant (α = 0.05).
The means and standard error values of the residuals of the multi-factor regressions were used to calculate 95th percentile confidence intervals about the mean of the residuals, and are summarized in Table 2 (Difference 95% CI Before and After Regression columns). Unlike the Bland-Altman confidence intervals, which employed standard deviation, the ANSUR/ ISO confidence intervals utilized standard error. It is quickly apparent that there is substantial overall improvement in the quality measurement following the use of the regression equations. There were 3 of 9 linear measurements (Hip Breadth, Waist Depth, Waist Circumference) that met the ISO requirement for acceptable error. Yet another 4 of the 9 linear measurements (Chest Breadth, Chest Depth, Chest Circumference, Hip Circumference) were close to meeting the standard (defined here as falling within two times the acceptable limit). The remaining two (Stature, Neck Circumference) grossly exceeded the ANSUR/ ISO standard.
Discussion
The primary goal of this study was to validate the use of a low-cost laser scanner system (Unique Solutions, Inc.) to provide scan-extracted anthropometric measurements. The validity of the measures is greatly influenced by the quality of scanned images, software developed for the measures and the experimental methods employed for the study. This study is novel in terms of the method of acquiring anthropometric measurements from 3D scans, a novel method of validating the measurements, and presents a quantification of errors associated with the scan of human participants, which to this point has be notably absent from the literature.
Image quality improvement
Observation of the scans yielded a source of error related to limitations of field of view. A hard-coded algorithm in the scanner software was designed to exclude data points at the limit of the scan volume to ensure that data points representing the walls of the scanner are not included in the participant's scan file. Often this resulted in the truncation of hand segment data points. Furthermore, due to the placement of the scan heads, a resulting reduction of field of view was observed at the upper and lower regions of the scan volume along the vertical Y-axis. Despite some mechanical alterations to the scanner hardware, the field of view was only increased a small amount. This resulted in the removal of data points in the region of some participants' heads and feet. While this was a known limitation of the scans after analysis, the truncated segments were included in the regressions because this evaluation serves as the measure of the performance of the scanner as it currently exists. Furthermore, without improving the quality of the scans, exclusion criteria can be designed that will prevent users over a certain height to be measured in the scanner (∼ 1.8 m).
Aside from mechanical improvements used to increase the scanner's field of view, several sources of error in the acquisition of scan images were also identified. Radial distortion was most notable at the periphery of the scan volume. While this was not directly corrected by improving the quality of the scan itself, the regression of scanned measurements substantially improved the quality of the measurements at the periphery. Based on the early work using a phantom [9] , it was clear that radial distortion was a problem in the images. This is an example of an error that is camera specific that should be corrected early within the measurement process. A systematic regression was employed to compensate for the distortion across participants, and the results were validated [9] . The scanner limitations were most notably experienced at the periphery of the scan volume. There is in fact little mention in the literature of these errors or their effect if any on the scan quality of prior studies [10] . Thus, it is not known if the error was not present in their measures or what of any processes were used to minimize their effects.
Comparison of scan-extracted and manual measurements
Several research groups have employed 3D laser imaging in the collection of segment and total body volumes, and have published their work; however, notably absent from the literature is a validation of [10] . However, until this point, no comprehensive study has been performed that compares segment volumes acquired through manual methodologies to those computationally extracted from 3D scans on a sample of human participants, or even on a variety of body shapes. This validation is essential to determine the reliability of 3D laser scanning apparatus, as its eventual application is a clinical environment.
Other sources of scan-extracted and manual testing errors
The primary error sources in the process can be separated into five major types. Image quality and radial distortion, field-of-view (FOV) limitations and manual volumetry issues have been discussed previously. In addition to those sources of errors there are motion artifacts (sway, breathing), and post-scan digitization.
Motion artifacts
Once the door of the scanner is closed, there can be no visual interaction between the technician and the participant. As a result, any position, or motion-related errors by the participant within the scanner would result in increased error in the resulting measurements and cannot be easily detected. Motion can be caused by the postural sway of the participant, or by breathing artifacts [11] . Furthermore, it was observed in early pilot work that participants under scanning measurement assume postures such as slouching during a scan, which was not observed during manual measurement of stature. These errors occurred during the scan process, and there is no way for retrospective analysis to be performed. These errors will be assumed to contribute both a constant and a random error inherent to the scan process and will affect comparisons with the annual measures.
Landmark detection
Unlike some work in the literature, which employed automatic, or semi-automatic, landmark detection during three-dimensional laser scanning [12] , in this study anthropometric landmarks were digitized manually using custom software. In some cases, the identification of anthropometric landmarks posed difficulty due to participants' anatomical features, or sparse distribution of data points. This was especially true in the identification of scye creases and crotch landmarks.
The averaging of measurements from multiple digitisations and some post-processing exclusion of outliers improved the quality of the measurements; however, the magnitude of the user error has not yet been quantified, and will be assumed to contribute to the random error associated with measurement. This has been an artifact of manual landmark detection in the literature [11] .
Stepwise analysis of statistical validation process
From the correlation relationships between measurement methods, it was apparent that one-dimensional scan-extracted measurements are highly correlated to manual measurements.
Bland-Altman analysis allows for analysis of trends in errors between measurement modalities, and to determine the limits of agreement between measurement modalities. When the differences were calculated between manual and scan extracted measurements, and confidence intervals were calculated (95% CI), the confidence intervals far exceeded the allowable range as presented in the ISO. Due to an inability to improve scan quality through improved intrinsic and extrinsic calibration techniques (software licensing issues with the partner company), regression was used as a means of using scan-extracted measurements to predict the true measurements.
In addition to the ISO, ANSUR has provided a secondary standard for allowable error in human anthropometry -called "Maximum Allowable Error" (MAE) between repeated linear manual measurements. Its application was originally applied to the repeated measurements of manual anthropometry: a measure of precision, not a validation across measurement methodologies, and was extended for use in the evaluation of the two scanners employed during the CAESAR studies [1] . However, because this work comprises a validation of a technology that compares two measurement methodologies, not simply the precision of a single apparatus, this error standard is insufficient.
In addition to calculating confidence intervals, the Bland-Altman plots were used to determine trends between the magnitude of the error and the magnitude of true measurements. The strongest correlation can be seen in the neck circumference measurements (r = −0.717), demonstrating that the magnitudes of the errors in this measurement increases as true measurements increase in magnitude. The strong correlation between neck circumference difference values and magnitude may have been brought on by the inclusion of beads in the circumference measurements, which presented most strongly in this smaller circumference measurement.
A novel method of regression analysis was applied to the scan-extracted measurements, to improve the quality of predicted measurements. In place of difference calculations in the ISO documentation, the 95 th percentile confidence interval was taken about the mean of the residuals of the regressions.
The regressions measurements included the manual measurements of mass and stature (frequently collected clinically) as predictive factors in the regressions, to test for a systematic effect caused by the size of the participant.
The resulting linear models incorporated the new variables almost exclusively additively to the regression equations, implying an under-prediction in the absence of the compensatory variables: as the mass and stature of the participants increased, the correction factors increased the compensatory effects in the regression by linearly increasing the magnitude of the predicted measurement (besides hip breadth, where mass was inversely proportional). The correlations between residuals and manual measurements were non-significant after manual stature and mass were included in the regressions. The implication of this is that one-dimensional metrics of patient size easily captured clinically, can substantially improve the quality of scans.
Several limitations with these regressions should be noted. Firstly, the manual measurements of stature and mass are significantly and moderately correlated (r = 0.754, p > 0.000) across this sample. While the regressions that used these predictors may describe the sample recruited in this study, issues of multicollinearity may increase the volatility of these regressions if used as correction regressions for scan-extracted measurements in the future. Further testing of these regressions on another sample of participants is advised.
Limits of agreement
In the initial work, Bland-Altman confidence intervals were compared the ANSUR standards to determine whether a linear scan-extracted measurement was valid; however, ANSUR maximum allowable error (MAE) values only apply to repeated manual measurements and the objective of this research is to compare across measurement methodologies. The ISO standard of comparison quantifies measurement validity, which is a combination of measurement accuracy and precision.
Whereas the Bland-Altman formula (applied to ANSUR standards) for determining limits of agreement utilized standard deviation, the ISO standard utilized standard error to develop the limits of agreement between measurement methodologies. Both ANSUR and ISO methods were used to compare the limits of agreement of linear measurements to absolute thresholds of allowable error. The clinical threshold for allowable error developed for this study was 5.3%, against which confidence intervals were converted to relative errors for comparison. An examination of the results shows that most of the measurements were close to, or met, the criterion standards for each measurement. Again, unsurprising was the result that both stature and neck circumference grossly exceeded the ISO standard for linear measurement. One proposed source of neck circumference variability discussed prior is the inclusion of landmark markers in the circumference calculation. Again, discussed prior was the effect in several taller participants where stature was underpredicted due to the truncation of the point cloud near the apex of the head.
While prior discussion has shown that breathing has little impact on the error in torso volumes, one study has shown that tidal breathing artifacts can affect circumference measurements by as much as 2.0 cm, greater than the ISO standard for allowable variation in chest circumference [13] . This may explain the error in the linear measurements in chest depth, chest circumference and chest breadth.
Conclusion
While the original intent of this research was the validation of a closed-platform technology, the customization of some hardware and ground-up development of novel software utilizing innovative measurement techniques, yields this apparatus a custom device better-suited to laser anthropometry.
Because the technology selection phase of scanner investigation demonstrated that on-board software neither captured standardized ISO or clinical measurements, nor did it capture segment volumes. As a result, custom software was developed that required testing on human participants.
The results of this study have shown promise for the future of the use of this device for the acquisition of anthropometric measurements. When compared to ISO and clinical standards, most of the measurements collected were within, or close to, these standards. The implication of these results is that the implementation of a small number of minor improvements may very quickly allow the scanner to collect measurements on a clinical population.
Several drawbacks exist with the scanner that will require further investigation before clinical application. Stature is used in the computation of the most commonly used measure of obesity: BMI. As such, it is important that any measurement methodology can accurately acquire this measurement. Due to a threshold "cut-off" because of the scanner's field of view, participants taller than approximately 1.8 m are unable to be scanned.
Improvements to the scan process
The main goal of this study was the validation of a commercial three-dimensional laser scanner. The intended use of the scanner for clinical applications, the custom nature of the software developed for this project, and the novel application of the Unique Solutions, Inc scanner lead to many improvements for the future application of the three-dimensional laser scanner.
Firstly, algorithms related to image acquisition should be modified to accommodate improved intrinsic lens parameters, to correct radial lens distortion. This will impact all measurements; however, those at the most distal locations -such as the hands and feet -would likely experience the greatest increase in measurement quality. While improved intrinsic parameters may result in somewhat improved distortion, the replacement of the cameras on the scanners may further improve the quality of scan-extracted measurements. In the measurement of smaller circumferences, such as the neck circumference, it would likely be beneficial to improve upon the design of landmark markers such that they do not interfere with the measurement of circumferential measurements. Slight improvements to the field of view of upper scan heads may further improve the total field of view, and improve stature, and other head and neck measurements. Experimentation in the algorithm used to model circumference measurements, such as optimizing the order of polynomial, or incorporating spline fits into the circumference fits to scan data, may increase the quality of scan-extracted circumferential measurements.
Improvements to methodology
Retrospective consideration of the second purpose of this study, the validation of a process by which laser scanners can be validated, has given rise to several concerns that may require improvement in the future.
Statistical methodologies have been shown to improve the predictive ability of three-dimensional laser imaging for measurements related to obesity. There remain some proprietary hardware and software issues related to the scan process that have been identified and will likely require resolution before the scanner can be used for all measurements. With the limitations identified, the scanner is unlikely to become useful for hand and foot measurements in the near future; however, with minor modifications, clinically relevant measurements taken in the arm, torso and thigh regions will be the most useful measurements extracted by this scan system.
